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Clinical report summary 

• Comparative analysis of test reagent results with PCR test results

The detection results of test reagent and the PCR test results were shown in the following

table:

PCR test results Total 

Positive (+) Negative (-) 

Test reagent results Positive (+) 78 0 78 

Negative (-) 3 257 260 

Total number 81 257 338 

Sensitivity: 96.3%;（95%CI：89.67%~98.73%） 

Specificity:100 %; （95%CI：98.53%~100%） 

Total  clinical  coincidence  rate: 99.11%. （95%CI：97.42%~99.70%） 

The above results showed that there was no statistically significant difference between the 

detection reagent and the PCR results。 
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